[1st clinical trials of Rhodergon velvet vascular prostheses].
The authors report a preliminary clinical and radiological trial of the use of Rhodergon velvet prosthesis for arterial replacement. Out of 9 valid cases, there was one failure, with a femoropopliteal prosthesis, explained by turbulence induced by change of direction. The average delay between operation and arteriography was 80 days.